Cleaning TC- Laminar Flow Hoods

Note: A thorough cleaning should be done every 6 months

1. Remove all items from the hood

2. Turn off alarm and lift front panel as high as possible

3. Turn blower and UV off

4. Remove bottom solid and grid trays by unscrewing both left and right

5. Keep screws in a safe place for later

6. The bottom tray is heavy so make sure there is help available

7. Bring the panels to sink area if possible

8. Wash well with bacdown and wipe with 70% alcohol solution

9. The base of the hood will be dusty and will need a thorough cleaning with bacdown and 70% ethanol

10. Clean interior walls of the hood as in step 8

11. Put grid panel back first, then put the large panel back and screw securely

12. Give a final wipe all over with 70% alcohol including glass

13. Put one opened nutrient agar plate in the hood for 1hour

14. Remove agar plate, cover, wrap in parafilm and store inverted at 37(C

15. Close hood cover and turn on UV for a short time

16. Check plate next day for contamination growth. If there is any contamination the hood will need to be cleaned again
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